Colonic fistula caused by remaining inflow cannula 14 years after left ventricular assist device explantation.
Intestinal complication associated with left ventricular assist device (LVAD) implantation is not rare, and sometimes results in serious condition of patients, if occurred. We report a rare case in which remaining foreign body after LVAD explantation resulted in colonic fistula 14 years after LVAD explantation.